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Working characteristics of the New Low-Background Laboratory (DULB-4900) 
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A concise technical characteristic of a new low-background laboratory DULB-4900 of the BNO 
INR RAS is presented. The technique and the results of background measurements in the Hall, 
ordinary box and low-background box are presented. 222 Rn contamination in the laboratory air has 
been measured by direct detection of 7-radiation of its daughter 214 Bi distributed over the volume 
of the low-background box. The results of the data analysis are presented. 



I. INTRODUCTION 

Several low-background experiments are carried out in 
the Baksan Neutrino Observatory INR RAS, searching 
for rare processes of double beta decay of 136 Xe for 
2K-capture for 78 Kr and 124 Xe and @. The best 
half-life limits have been obtained in these experiments 
thereby closing a number of theoretical models. Low- 
background shielding is one of the basic elements of low- 
background facilities which significantly suppresses the 
background produced by 7-quanta and neutrons from 
natural radioactive contamination coming from the sur- 
rounding rocks and construction materials. It also pro- 
vides the isolation of the detector from the radioactive 
222 Rn which is always present in the environmental air. 
A specific shielding has been designed and constructed for 
each detector for the experiments mentioned above. The 
total mass of each shielding is about 30 -7- 40 tons. The 
working volume of the detectors is about several liters 
with a mass of gaseous radioactive isotope samples from 
~ 0.1 to ~ 1 kg. Sensitivity of detectors with working 
volume of ~ 10 1 is not high enough to continue experi- 
ments, and new low-background gaseous detectors of 1-^3 
m 3 volume allowing one to study samples of 10 -r- 50 kg 
mass have been proposed. It is with these new detectors 
that some of the above mentioned rare processes could be 
discovered. In order to locate such detectors, the inner 
fiducial volume of the shielding should be about 20 m 3 . 



purity Pb with the total mass of the shielding material 
30i, It and 190i, respectively. The outside and inside 
surfaces of the Lb. boxes are lined up with sheet steel 
of 3 mm thickness. To prevent the steel from corrosion 
the inside surface of steel sheets was painted with color- 
less lacquer of low radioactive contamination level. The 
dimensions of the inner shielded volume of each of Lb. 
boxes is 2.5 x 3.2 x 2.5 m 3 . In the working space of the 
Lb. boxes, the flux of 7-quanta and neutrons is reduced 
by hundreds of times. Such significant suppression, in 
these two boxes, of cosmic ray flux and radiation of nat- 
ural radioactive elements from the environmental rock 
and air (the basic source of background of the ionizing - 
radiation detectors) opens new perspectives to search for 
extremely rare nuclear processes using massive targets. 

The radioactive environment in the Lb. boxes allows 
one to search for candidates (particles) for the 'dark' 
mass of the Universe using various types of detectors: 
gas ionizing detectors with volume of ~ 2 m 3 , solid-state 
scintillation detectors with mass of ~ 300 kg, two-phase 
emission detector based on liquified xenon with mass of 
- 100 kg. 

The same detectors could be used in search for neutri- 
noless double beta-decay of 136 Xe isotopes (a gas-filled 
or two-phase detector) and 100 Mo (scintillation detector 
with 40 Ca 100 MoO4 crystals), both having half-life sensi- 
tivity of about 10 26 years (5 years of measurements). 



II. THE DESCRIPTION NEW 
LOW-BACKGROUND LABORATORIES 

A new and unique deep underground low-background 
laboratory (DULB-4900) has come into operation in the 
BNO INR RAS. The laboratory is located at a distance 
of 3700 m from the main entry to the Baksan Neutrino 
Observatory tunnel, in the hall of ~ 6 x 6 x 40 m 3 . Thick- 
ness of the mountain rock over DULB corresponds to 
4900 m.w.e., thereby decreasing cosmic ray flux by ~ 10 7 
times There are two adjacent low- background boxes 
(Lb. boxes) and six ordinary boxes. Ordinary boxes are 
with walls of sheet steel. The walls, doors, floors and 
ceilings of the two low-background boxes are composed 
of 250 mm polyethylene +1 mm Cd +150 mm high- 



Investigations of various effects produced in the living 
organisms in the low-level radioactive environment, study 
of natural radioactive element distribution in the human 
body are some challenges offered in these laboratories for 
biologists. 

The laboratory is well equipped with everything nec- 
essary for its normal functioning: electricity, cold water 
supply, sewer system, telephone line, optical coupling, 
forced ventilation, lifting mechanisms, local railway, aux- 
iliary rooms, and testing facilities. 

Schematic longitudinal section of the laboratory is pre- 
sented in FigfJ] General view is given in FigJ5]and Fig|3] 
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FIG. 1. DULB and tunnel lay-out. 




FIG. 2. General view of auxiliary and low-background boxes. 

FIG. 3. Interior view of the low-background box with a door 
opened. 



III. THE TECHNIQUE OF MEASUREMENT 
AND 7-BACKGROUND OBTAINED IN THE 
LOW-BACKGROUND BOXES 

Measurement of 7-radiation in the Lb. boxes has 
been performed using the scintillation detector based on 
Nal(Tl) crystal (9.72 kg, d=150 mm, h=150 mm) encap- 
sulated by stainless steel sheets. The crystal is viewed 
with photomultiplier PMT-49 mounted on the quartz 
output window. 

In FigUl spectrum " c" demonstrates the intrinsic back- 
ground of the detector obtained during 22.3 hours and 
reduced to 1 hour. The background of the detector, 
tightly surrounded by additional shielding of lead of 150 
mm thickness, measured in one of the Lb. boxes was 
taken to be the intrinsic background of the detector. The 
additional shielding has been constructed to screen 7- 
radiation generated by 214 Bi isotope which is the daugh- 
ter product of 222 Rn. The measurements Q give the ac- 
tivity of 40 K, 232 Th and 238 U in the lead has been evalu- 
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FIG. 4. Background spectra in the unshielded room of DULB 
(a), in a low-background box (b), in a low-background box 
with additional lead shielding(c). 



ated as < 5.2 x 1(T 3 , < 1.4 x 1(T 3 , and (1.2±0.2) x 1CT 2 
Bq/kg, respectively. In this lead, there is a detectable 
admixture of radioactive isotope of 210 Pb (T 1 / 2 = 22.3 
years, (3~ , Ep max = 61 keV) -> 210 Bi (T 1/2 = 5.01 days, 
13- , E 0max = 1160 keV) 210 Po (T 1/2 = 138.4 days, 
a) —> 206 Pb. Bremsstrahlung effect due to electrons of 
daughter 210 Bi decay adds to the background of the de- 
tector at energies lower than ~ 1000 keV. Counting rate 
in the energy range of 0.3 -j- 3.0 McV was 2.9 s _1 . One 
can see lines of 1460 keV( 40 K ) and 1765 keV ( 214 Bi) in 
spectrum " c" (Fig|4]) . 

The 7-quanta background of K is mainly due to the 
presence of this isotope in the glass of PMT-49. This 
background component could be diminished by placing 
an additional light guide of sufficient length between the 
PMT and the crystal. The 7-quanta flux coming to the 
crystal would be decreased with the decrease of geometri- 
cal factor and absorption of radiation in the optical fiber 
material. The 214 Bi lines, present in the background 
spectra, could be explained by the PMT construction 
materials, preamplifier parts, lead shielding and radon of 
the air left in the residual cavities in the lead shielding. 
Some of 214 Bi atoms due to the radon decay in the air 
are also produced on the surface of the casing encapsu- 
lating the crystal and on the inside walls of the shield- 
ing. The intermediate daughter atoms of 218 Po generated 
in the ionized form could deposit on the grounded sur- 
faces where 214 Bi is finally produced in the decay chain 
222 Rn^ 218 Po^ 214 Pb^ 214 Bi. High contrast of 609 keV- 
line could be interpreted as a sign that all 214 Bi has de- 
cayed in the air within cavities. The absence of inter- 
mediate absorbing material between the source and the 
crystal makes the intensities and shapes of the lines of 
214 Bi to look like lines caused by some close calibration 
source. As an example, FigjS] presents the spectra of 
137 Cs and 22 Na calibration sources measured using the 
shielded detector. 

When a source is distributed over the volume of 
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FIG. 5. Spectra of 22 Na and 137 Cs sources. 

the substance that has a large absorption coefficient of 
gamma radiation (e.g. lead), the ratio of intensities of 
the lines of different energies emitted by the source would 
differ from the case above. The difference is due to: 1) 
complexity of the dependence of gamma-ray absorption 
cross-section on quantum energy and atomic number of 
the absorber material; 2) increase in radiation absorp- 
tion with decrease in energy of radiation; 3) abundance, 
in the spectra, of quanta, of lesser, than that of the base 
line, energy appearing in Compton scattering of the base 
lines in the material. 

In the crystal, the relative content of 214 Bi of the 238 U 
chain is small. This conclusion has been made after the 
analysis of the contribution to the detector background 
of a-particles with energies of 5.0 4- 7.7 MeV due to the 
decays of the elements of the Uranium chain. The am- 
plitude of the signal of these a-particles is expected to 
be registered in the range of 3.5 4- 5.4 MeV (in terms of 
electron energy scale), because a/e-ratio for Nal(Tl) is 
~0.7. 

In order to determine the suppression coefficient of the 
7-ray background in the Lb. boxes one has to know the 
level of the background in the boxes without shielding. 
To make the necessary measurement the detector was 
taken out of the measuring set-up and placed in the sep- 
arate light-intercepting and screening cylindrical casing 
made of stainless steel of 0.7 mm thickness. This as- 
sembly was placed on the floor of the ordinary box with 
unshielded walls in the Lb. box. The measurement was 
taken during 0.5 h. The spectrum thus obtained and re- 
duced to one hour is spectrum "a" in FigJU Counting 
rate in the energy interval of 0.3 4 3.0 MeV is 695.8 s~ 4 . 
Main peaks in the spectrum correspond to the lines of 
1460 keV ( 40 K) and 2614 keV ( 208 T1). 

In order to measure the 7-radiation background in the 
Lb. boxes the assembly has been suspended in the middle 
of the inner volume of the Lb. box. There is no extra- 
neous materials in the assembly expect for the attached 
to the interior wall cooling board There is no extrane- 
ous materials in the assembly expect for the attached to 



TABLE I. Detector counting rate for all measurements taken. 



Energy, MeV 


0.3 -1.0 


1.0 - 1.5 


1.5 - 2.0 


2.0 - 3.0 


Counting rate, s" 1 




Apparatus compartment 


623.0 


133.3 


60.5 


34.6 


Lb. box 


4.91 


0.841 


0.364 


0.116 


Lb. box + Pb 


2.45 


0.329 


0.122 


0.062 



the interior wall cooling board of the air-conditioner of 
the air-conditioner. The measurement was taken during 
18.8 h. Counting rate in the energy region of 0.3 4 3.0 
MeV was 6.23 s _1 . The spectrum reduced to one hour 
is spectrum " b" in Fig|4j Main peaks in this spectrum 
correspond to 7-lines of 214 Bi source. Their shape cor- 
roborates the fact argumented above, that the source is 
either in the air or on the interior walls of the box, and 
is due to 222 Rn decay in the air inside the box. Though 
some amount of 214 Bi could penetrate with the flow of 
the outdoor air through the specific holes in the walls of 
the box. In the case of placing the ultra-low-background 
device in the Lb. box to search for extremely rare decay 
processes one has to provide special purification of the 
inside air from radon contamination. 

Table U presents measured counting rates of the detec- 
tor for different energy ranges used to obtain numerical 
data for the 7-ray background suppression coefficients. 

The ratio of the counting rate in the ordinary box to 
the intrinsic background of the detector for presented in 
the Table I energy regions is 254; 404; 496; 558, respec- 
tively. The same ratio for the background in the low- 
background box is 127; 159; 166; 298, respectively. 



IV. THE TECHNIQUE OF MEASUREMENT 

AND THE RESULTS OBTAINED FOR THE 
CONTENT OF RN IN THE AIR OF DULB-4900 

A low-background gamma-ray detector placed in the 
center of the shielding with a large inner volume ( ~ 20 
m 2 ) is an experimental set-up to continuously measure 
the radon activity in the environmental air by detect- 
ing gamma-radiation from its daughter short half-life iso- 
topes ( 21 Bi). The total amount of radon (and 214 Bi) is 
proportional to the volume of the box, and counting rate 
of the detector is proportional to the mean distance from 
the detector to the wall of the chamber. It is easy to 
understand the latter statement when you imagine the 
detector in the center of the facility surrounded by con- 
centric layers of air with equal thickness. The volume of 
air and quantity of radioactive atoms in a layer increase 
in an approximately proportional way to the surface of 
the layer (or to the square of the layer's radius). The 
solid angle through which the detector could be viewed 
from each point of the layer is in inverse proportion to 
the square of the layer's radius. Therefore, the number 
of 7-quanta, coming into the detector from each layer, re- 
mains constant and their total number is in proportion to 
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FIG. 6. Dependency on time of the counting rate of the de- 
tector suspended in the center of the ventilated Lb. box. 



the number of layers or their sum thickness (mean transit 
radius). Radiation absorption in the air is negligible. 

High sensitivity of such a detector and the described 
technique allows one to obtain the best marginal results. 

To test the sensitivity of the facility to radon varia- 
tions in the air by the detection of 7-radiation due to 
214 Bi one of the specific holes was equipped with a fan 
blower continuously fanning the air from the main hall 
of the DULB into the box (~ 1 m 3 xmin~ x ) during 12 
days. Pulses from the detector (suspended in the center 
of the l.b. box) were registered by a digital oscilloscope 
LA-n20-12PCI incorporated within a personal computer. 
A spectrum collected during one hour was recorded in an 
individual file. In processing the data the counts in an 
individual spectrum were summed up above the thresh- 
old of 482 keV. The sequence of data thus obtained is 
presented in Fig|6l Mean counting rate above the thresh- 
old was 11648 h _1 for the total period of measurements. 
The corresponding activity of 222 Rn was calculated in 
view of its equilibrium with activity of daughter 21 Bi 
distributed uniformly in the air of the l.b. box. 214 Bi ac- 
tivity was evaluated using line 609 keV. The registration 
efficiency of 609 keV-radiation calculated with GEANT 
4 is 0.12%, in a photopeak. The averaged counting rate 
under the photopeak with background subtracted was 
found to be 1404 h _1 . Given the yield of 7-quanta of 
609 keV per one decay of 214 Bi (0.461) one can esti- 
mate the volumetric activity for 214 Bi and consequently 
for 222 Rn: (1404/3600/0.0012/0.461/20) = (35.2 ± 1.3) 
Bqxm -3 . The intrinsic background of the detector above 
the threshold of 482 keV is 5120 h -1 . The average input 
of 214 Bi decays into the total background of the detector 
in the l.b. box is 6528 h — 1 . Variations of 214 Bi activity 
(i.e. 222 Rn content) for the whole period of measure- 
ments are within ^33% of the mean value. Among differ- 
ent factors of radon variation in the air of the main hall, 
the basic one is considered to be the ventilation of the 
main tunnel (forced ventilation by the outdoor air due to 
the external exhaust blower in the auxiliary tunnel) and 



the main hall (air flow due to the difference in the air 
pressure of the main tunnel and the auxiliary tunnel and 
variable size of the tunnel passage sections) . During the 
whole period of measurements (17.06.-29.06.2009), there 
happened to be a complete stoppage of work of the ex- 
ternal exhaust blower (18.06.2009), and as a result the 
flowing of the air with higher radon content from the 
auxiliary tunnel into the main hall occurred. During the 
working hours, the main doors of the DULB-4900 labo- 
ratory remained open, while at night and on weekdays 
they were closed and as a consequence the air flow rate 
decreased. In addition to that, the opening and closing 
of the lock-gates between the two tunnels, when the shift 
arrived or some operations were carried out in the tunnel, 
lead to 'jumps' in the air pressure of the main tunnel. At 
present, it does not seem feasible to take into account all 
the factors causing the radon variation in the air. One 
can see in Figj6]the significant decrease of radon variation 
on weekends (20-21.06., 27-28.06.). 



V. MAIN RESULTS AND CONCLUSIONS 

1. Background measurements for the scintillation de- 
tector with crystal Nal(Tl) (d = 150 mm, h = 
150 mm) have been carried out in different envi- 
ronmental conditions in Deep Underground Low- 
Background laboratory (DULB) of the Baksan 
Neutrino Observatory INR RAS. 

2. Background spectra for the detector have been ob- 
tained in the unshielded box, in the l.b. box, and in 
the l.b. box with additional 15 cm lead shielding. 
In the latter case calibration measurements have 
been carried out with 22 Na and 137 Cs sources. 

3. Suppression coefficients for background of the 
tested low-background detector with shieldings of 
different composition have been obtained. Maxi- 
mal background suppression in the l.b. box with 
additional shielding is ~ 600 for the range of 2.0- 
3.0 MeV. The average suppression coefficient is 287 
for the energy range of 0.3-3.0 MeV. Relatively low 
suppression coefficient of the background could be 
explained by presence of radioactive admixtures in 
the detector and test facility. 

4. Background of the detector in the l.b. box is mainly 
due to 222 Rn and its daughter 214 Bi in the the air. 
In the energy range of 0.3-2.0 MeV the input of 
the air radioactive contamination into the back- 
ground of the detector for the considered in this 
paper conditions of measurements is ~ 56% of the 
mean counting rate. 

The testing facility, consisting of the l.b. box and de- 
tector suspended in its center, allows one to probe the 
marginal, as to its sensitivity and efficiency, possibilities 
of the described in this paper technique to monitor the 
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radon content in the environmental air by registering 7- 
radiation of the daughter 214 Bi. 
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